Lateral deflection to release a stone: a simple method.
We describe and demonstrate a simple method to release a stone from a basket that emphasizes the importance of lateral deflection of the ureteroscope while opening and advancing the basket. This technique works well with semirigid and flexible ureteroscopes and all stone baskets, although some difficulty may be encountered with flat-wire baskets.